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Abstract In conventional photoacoustic setups, the photoacoustic signal results from
stimulation of a sample placed in the photoacoustic cell by the light modulated at a
selected frequency. The signal can be amplified in a resonance photoacoustic cell. For
this purpose, different types of acoustic resonators are used. Acoustic resonators are
passive, frequency selective elements. An acoustic resonator used in a photoacoustic
cell offers the opportunity to design a system working on a basis similar to that of a
self-oscillating generator. The geometrical dimensions of an acoustic resonator, and
the temperature, composition, and concentration of substances in the gas filling its
interior determine the resonance frequency. In conventional photoacoustic setups, in
which the resonance method is used, the variability of parameters requires continuous
adjusting of or searching for the actual resonance frequency. Use of a fixed and arbitrary
selected modulation frequency of the light beam can cause considerable errors in
detection of substances in the sample or in determination of their concentration. Unlike
conventional photoacoustic methods, the frequency of a photoacoustic signal in an
improved photoacoustic generator is self-tuned to the actual resonant frequency of the
photoacoustic cell. The improved photoacoustic generator operates without an external
circuit that controls the optical modulator. The improved photoacoustic generator has
been tested in different measurements of the concentration of methane in air. The
automatic gain control signal can be used for determination of the absorption by the
sample.
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1 Introduction
One of the reasons why photoacoustic methods are so attractive is their ability to
measure low concentrations of substances. Such measurements are often associated
with the necessity to detect very low amplitude signals which are comparable to the
noise level. One of the methods used commonly to amplify a weak photoacoustic signal
uses acoustic resonance cells [1–6]. In that case, the photoacoustic cell is stimulated
by a light beam modulated at a frequency equal to the resonant frequency of the cell.
The resonant photoacoustic signal is amplified, while amplitudes of signals at other
frequencies are reduced.
It is known that the resonance frequency of each acoustic resonator depends on
the speed of sound in the gas sample filling the resonator. In photoacoustic mea-
surements, samples with different gas compositions can be used. So, the gas filling
a photoacoustic cell may have different chemical compositions and thermodynamic
parameters. These parameters influence the speed of sound, which directly affects
the resonant frequency [7–11]. Examples of changes of the resonant frequency of a
Helmholtz resonator are shown in Fig. 1. These experimental results show that the
signal amplitude and the resonant frequency of the photoacoustic cell depend strongly
on the methane concentration. Although it is not a problem to modulate a light beam
with a given frequency, it may be not easy to obtain information about the actual reso-
nant frequency. Therefore, in conventional measuring systems used in photoacoustic
experiments, the monitoring of environmental factors are applied. On the basis of
these factors, the appropriate calculations and adequate corrections of the correspond-
ing frequency of the light beam modulator are carried out. Without such corrections,
even a small deviation of the modulation frequency from the actual resonant frequency
of the photoacoustic cell changes the amplitude of the photoacoustic response [12].
This could, as a consequence, result in a strong decrease of the photoacoustic signal
amplitude. Additionally, delays in the sensor’s reaction time complicate the measure-
Fig. 1 Resonance shift of the
photoacoustic cell due to the
CH4 concentration in air
123
2304 Int J Thermophys (2014) 35:2302–2307
ments. A solution in which the measurements are based on a photoacoustic generator,
which automatically tunes to the frequency defined by the actual resonant frequency
of the photoacoustic cell, would solve this problem. The first experimental application
of the photoacoustic generator was presented by Borowski and Starecki [13]. The con-
cept was based on incorporation of the Helmholtz resonator into a positive feedback
loop circuit similar to the solution used in electronic oscillators [14,15]. The acoustic
signal induced by the photoacoustic effect was converted by an electret microphone
into an electrical signal and then amplified. This signal controlled the light source
modulation. Application of a positive feedback loop was the main feature distinguish-
ing the mentioned solution from previous known methods of the photoacoustic signal
excitation. It should be noted that operation of the photoacoustic generator was based
on the use of very high gain and a positive feedback loop. Further research on the
self-oscillating photoacoustic generator displayed distortions and instability on the
generated signal [16]. In order to work exactly on the resonant frequency, a sinusoidal
signal was required. This paper describes an improved photoacoustic generator, which
is more stable and produces sinusoidal oscillations.
2 Introduction to Photoacoustic Generator Theory
Generally, self-oscillating generators are circuits in which the frequency is produced
without the need of supplying any external control signal. The idea of a sinusoidal
wave photoacoustic generator is substantially similar to the idea of electronic sinu-
soidal wave generators, but instead of an LC or RC resonant circuit, a resonant pho-
toacoustic cell is used. The main differences between the photoacoustic generator
and the conventional electronic generator are: resonant frequency (determined by the
properties of the acoustic resonator), a different technique of resonant circuit stimu-
lation (light pulses), and a different way of outputting the signal from the resonant
circuit (acoustic–electric transducer, typically a microphone). Similar to electronic
oscillators, the photoacoustic generator must satisfy at the same time amplitude and
phase conditions. In the case of the photoacoustic generator, in order to excite oscil-
lations, the presence of the photoacoustic signal must appear as a result of the release
of the energy of a light beam absorbed by the sample. This means that the light used
for stimulation of the photoacoustic generator must include wavelengths from the
absorption spectrum of the substance contained in the sample. The overall concept of
the first circuit of the photoacoustic self-oscillating generator is shown in Fig. 2. The
first approach to the photoacoustic generator was composed of: a light source (LED
diodes), an LED driver, a photoacoustic cell, a microphone, and an electronic ampli-
fier. All the elements forming the photoacoustic generator are connected in a closed
circuit, thus creating a positive feedback loop. The frequency of generated oscillations
is determined by the resonance of the photoacoustic cell.
3 Experimental Setup of the Improved Photoacoustic Generator
The improved photoacoustic generator has been tested experimentally; a block diagram
is shown in Fig. 3.
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Fig. 2 First approach to the photoacoustic generator
Fig. 3 Improved photoacoustic generator
Comparing the improved photoacoustic generator (Fig. 2) with the first version of
the photoacoustic generator circuit (Fig. 1), the improved photoacoustic generator was
significantly modified by adding a differential amplifier stage and a diode detector,
which are parts of an automatic gain control (AGC) loop. The concept of the improved
photoacoustic generator was tested by measuring samples with different methane con-
centrations. The measuring system consists of: an electronic circuit of the improved
photoacoustic generator, an acoustic resonator (Helmholtz resonator with a sample
cavity volume of 2 cm3), a microphone cavity volume of 4 cm3, a duct length of 15
mm, a duct diameter of 4 mm, a source of light (91 infrared LEDs, 890 nm), and
a MEMS microphone. In the measurements, ten samples of methane in air mixtures
were used. Gaseous samples were prepared by combining them in one large syringe,
measured by using scaled syringe portions of 99.999 pure methane and portions of
air. For homogenization, the gas samples were mixed. The methane concentration
was gradually increased by increments of 10 % volume fraction in each gas sample,
reaching finally 100 % concentration. Such samples were injected into the photoa-
coustic cell. A few seconds after the sample injection, the inlet and outlet valves were
closed and measurements of the frequency and the AGC signal level of the generator
were performed. All experiments were carried out at 25 ◦C. Figure 4 shows that the
operation frequency of the improved photoacoustic generator depends on the methane
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Fig. 4 Dependence of
resonance frequency on the CH4
concentration in the sample
Fig. 5 Dependence of the AGC
signal level on the CH4
concentration in the sample
concentration. Figure 5 shows how the AGC signal level in the improved photoacoustic
generator depends on the methane concentration.
4 Experiment Results
The improved photoacoustic generator produces an oscillation immediately after the
power is turned on. The oscillation frequency of the improved photoacoustic generator
changes proportionally with the methane concentration in the gas sample, varying
from 1410 Hz with the gas sample containing 10 % of methane in air to 1715 Hz with
100 % methane concentration. For all measured gas samples, the frequency of the
improved photoacoustic generator is self-tuned to the actual resonant frequency of the
photoacoustic cell. The resonant frequency depends on the gas composition due to its
influence on the speed of sound. So, the variation of the photoacoustic cell resonance
frequency was about 300 Hz. Over the whole range of the methane concentration,
the amplitude of oscillations was maintained at a constant level. The automatic gain
control loop delivers a DC voltage at the output of the detector, for which the level
changes according to the methane concentration in the gas sample and shows high
linearity over the whole tested concentration range.
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5 Conclusions
A positive feedback loop with automatic gain control efficiently controls operation of
the photoacoustic generator. The frequency of the photoacoustic signal produced by
the improved photoacoustic generator changes proportionally with gas concentration
over the whole range of concentrations, i.e., from 10 % to 100 % volume fraction of
methane in the air. Contrary to the conventional photoacoustic method, the improved
photoacoustic generator always produces a photoacoustic signal at the actual resonant
frequency of the photoacoustic cell. Since the sample composition has significant
influence on the speed of sound, which affects the resonant frequency, self-tuning
to the resonance is an important feature, especially if one is dealing with samples
for which these parameters have a significant impact on the resonant frequency. As
a result, the photoacoustic signal can be obtained at the maximum of the resonance
curve, not on the slope. The AGC signal (internal negative feedback loop) controls
and maintains the amplitude of the oscillations at a constant level. The level of the
AGC signal correlates with the methane concentration in the sample. The feature of
self-tuning to the cell resonance is advantageous in the case of high Q-factor resonators.
Open Access This article is distributed under the terms of the Creative Commons Attribution License
which permits any use, distribution, and reproduction in any medium, provided the original author(s) and
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